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510(k) Summary

Date Prepared: 10/06/11

Name of Submitter: OsteoMed L. P.
3885 Arapaho Road
Addison, Texas 75001
Phone: (972) 677-4781 Fax: (972) 677-4778

Contact Person: Suzanne Cheang

Device Proprietary Name: OsteoMed Hand Fusion System

Common Name: Hand Fusion System

Classification Name: 21 CFR § 888.3030: Single/multiple component

metallic bone fixation appliances and accessories

Product Code: HRS, HWC

Device Description:

The OsteoMed Hand Fusion System consists of plates, fusion screws and surgical
instruments. Plates and fusion screws are provided in various sizes. The implants are
made of Titanium (ASTM F-67 or ASTM F-i136) or Stainless Steel (ASTM F-i 38 or
ASTM F- 139).

Surgical instrumentation is provided to facilitate modification, insertion, and removal of
implants. These instruiments are made from various grades of stainless steel, anodized
aluminum, and/or medical grade polymers.

Indication for Use:

OsteoMed Hand Fusion System is intended for use in bone fusion and arthrodesis of
phalanges and metacarpals. It is intended for use in trauma, general surgery and
reconstructive procedure.

The OsteoMed Hand Fusion System implants are intended for single use only.



Substantial Equivalence Information:

K063298 - OsteoMed Cannulated Headless Screw System
K090522 - OsteoMed Hand Plating System
K(063049 - Synthes Modular Mini Fragment LCP System
K(030310 - Synthes Stainless Steel Modular Hand System

The OsteoMed Hand Fusion System shares dimensional and material characteristics
with the OsteoMed Hand Plating System, listed as a predicate above. An engineering
analysis of plate strength was conducted to compare the Fusion plate to the predicate
device. Calculations based on cross sectional area and plate material showed that the
Fusion plate is able to withstand more load than the predicate device. Mechanical
strength testing of the Fusion screw and the Fusion plate and screw construct was
performed to further prove substantial equivalence. Test results show that the factor of
safety (the ratio of failure torque to insertion torque) of the Fusion screws is equivalent
to the factor of safety of the OsteoMed Headless Screws, a predicate listed above. Test
results also show the pullout strength of the Fusion screws is equivalent to the pullout
strength of the predicate device. Finally, testing of the plate and screw construct
showed locking screw engaged with the Fusion plate hole is substantially equivalent to
the predicate devices.

Based upon similarities in the operational principle, design features, material and
intended use to the predicate devices, the safety and effectiveness of the OsteoMed
Hand Fusion System is substantially equivalent to the predicate devices listed above.
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Dear Mls. Cheang:

We have reviewed your Section 5 10(k) prernarket notification of intent to market the device
re ferenced above and have determined the device is substantial I) equivalent (for the indications
for use stated in the enclosure) to legally marketed predicate devices marketed in interstate
commerce prior to May 28 1976, the enactment date of thie Medical Device Amendments, or to
devices that have been reclassified in accordance with the provisions of the Federal Food, Drug,and Cosmetic Act (Act) that do not require approval of a premrarket approval application (P'MA).
You may, therefore, market the device, subject to the general controls provisions of the Act. The
general controls provisions of the Act include reqluirements for annual registration, listing of
devices, good inmnufacturing practice, labeling, and prohibitions against misbranding and
adulteration. Please note: CDRH- does not evaluate information related to contract liability
warranties. We remnind YOU, h1owever, that device labeling must be truthful and not misleading.

IfVyour device is classified (see above) into either class 11 (Special Controls) or- class Ill (PMN/A), it
mnay be subject to additional controls. Existing ma1,jor regulations affecting your device can be
Found in the Code of Federal Reullations, Title 2 1, Parts 800 to 898. In addition, FDA may
puLblish further announcements concerning your device in the Federal Register.

P lease be advised that FDA's iSSUance of a substantial equivalence determination does not mean
that FDA has made a determination that your device complies with other requirements of the Act
or any Federal statutes and regulations administered by other Federal agencies. YOU must
coimply with all the Act's requirements, including, but not limited to: registration and listing (2 1
CFR Pairt 807); labeling (21 CFR Part 80 1); medical device reporting (reporting of medical



Pac 2 - IS. SuIZanne Che~ana'

le\'ice-related adverse events) (2 1 CU-R 803); good mlantifacturirig practice requI~irements as set
forth11 inl the quLality systems (QS) regu"lation (21 CUR Part 820); and if applicable, die electronic
prodcLIt r'adiation) control provs ions (Sect ions 531 -542 of the Act); 2 I C FR I1000-1050.

If youI deCsire sp)ec itic advice for N'ourt device onl our labeIinrg r-egullationl (21 CFR Part 801): please
go to Itp/wwfauvAotD/eiesfic/L R[1CR11 fcs tcriI 5809.1tnil for
the Center for Devices and Radio logical HeI al th's (CD RI-I's) 0ffice of Conip Iarice. Alsc), pl ease
note the reCgtlatiori eritled, "Misb-anlding by rceeence to p i-cmarket riot iicat ion r'(2 1CUR P'art
807.97). For qutestionis regardinrg the reportinrg of ad verse evenlts under the NI DR regulationl (21I
CU"R Part 803)), Please go to

h ttj :/ww. fduo /N~d icl Dvics/S tet/Reorta tob e/dc t t. to the CD Id-I's Office
of S UrVilIlance and Biomectics/f)i vi sion of Postnarket StIrVe ill aice.

YOU mayM obtaina other general ilormatioi o il yurI teSponsi bilIitieS tinderCI the Act from the
I)i visioti of Smal l vlachtureis, Iriterati onial arid Co ristimelr Assi stance at its toll- free riumber
(800) 638-2041 or (301) 796-7100 or at its Internet address
litti)://www\%. fdca.u~ov/\,eclicatDeviees/Resor-ces for Yot/i cltrstrv/delbul tIIilli.

SinIcerely yours,

M/akIN/elkeisori fl
Director
Divisionl of Surgical, Orthopedic

arid Restorative Devices
Office of Device Evaluation
Center- for- Devices arid
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Enclosure



Indications for Use

510(k) Number (if known): Ki111419

Device Name: OsteoMed Hand Fusion System

Indications for Use:

OsteoMed Hand Fusion System is intended for use in bone fusion and arthrodesis of
phalanges and metacarpals. It is intended for use in trauma, general surgery and
reconstructive procedure.

The OsteoMed Hand Fusion System implants are intended for single use only.

Prescription Use X Ovcr -Theco Lllter Use
(Part 21 CMR 801 FSubpart I) tN[)Ol (21 CFR 801 Subpart C)
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